Acoustic ringing effects in pulsed nuclear magnetic resonance probes.
The troublesome spurious ringing phenomenon found in pulsed nuclear magnetic resonance probes is explained in terms of the electromagnetic generation and detection of ultrasonic waves. A few techniques for eliminating this problem are discussed.